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pREBOA-PROTM Catheter Quick Reference Guide

•	The clock is ticking
•	Move quickly to definitive control

•	Deflate slowly, monitor patient’s response •	Remove introducer sheath
•	Check for full and equal pulse in each leg

•	Follow the instructions outlined on the Catheter 
Removal Quick Reference Guide found on the back of 
this document

Provide Definitive Care Deflate Balloon & Monitor Patient Manage Access SiteRemove Catheter

•	Insert orange peel-away into valve ~5mm
•	Advance catheter to zone, slide orange peel-away 
down as needed

•	Flush ART line(s) again after placement

•	Clinician assess individual patient needs for 
appropriate level of occlusion

•	Begin inflation and monitor blood pressure
•	For complete REBOA, watch for above-balloon 
increase and below-balloon loss of pulse

•	If available, use X-ray or 
fluoroscopy to confirm 
placement

•	Use radiopaque markers as 
balloon placement reference

•	Secure catheter close to 
the introducer sheath

•	For partial REBOA, titrate occlusion to desired 
physiologic response (above and/or below-
balloon blood pressure)

Insert & Re-flush ART Line(s) Inflate & Monitor - Complete REBOAConfirm Placement SecureInflate & Monitor - Partial REBOA

•	Ensure compatible 7Fr sheath has been placed for 
arterial access

•	Connect above balloon ART line to pREBOA-PROTM 
catheter and flush

•	For below balloon pressure, connect below balloon ART 
line to side arm of sheath using standard techniques

•	PRIME safety valve using 30 cc syringe (leave orange  
peel-away covering balloon)

•	PULL vacuum to evacuate air
•	CLOSE stopcock
•	Advance orange peel-away further to straighten and 

cover P-tipTM

•	Confirm Zone 1 or Zone 3 target for catheter placement
•	Zone 1 ~ 46 cm & Zone 3 ~ 28 cm

Confirm 7Fr Sheath Attach and Flush ART LinesPrime Valve, Pull Vacuum, Close Determine Zone
Prepare Catheter

Perform REBOA

Resuscitation and Definitive Care
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The pREBOA-PROTM Catheter instructions for use (IFU) should be read in its entirety before using this device.  IFU is available at https://prytimemedical.com/product/preboa-pro/ or in print by request.
References available at https://prytimemedical.com/clinical/references/

~5mm

Download our App at Google Play and Apple’s App Store
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Catheter Removal Tips and Tricks
For pREBOA-PROTM Catheters

•	Empty syringe and reattach to BAL extension line
•	Pull vacuum for 2nd time, hold for 5 count
•	Close stopcock when bubbles stop moving

•	Use a 30cc or larger syringe, always
•	Remove all fluid by pulling a strong vacuum
•	Close stopcock when bubbles stop moving in BAL 
extension line

2) Repeat Strong Vacuum with 30cc Syringe

1) Pull Strong Vacuum with 30cc Syringe

Troubleshooting

3) Grip and Twist at 20
•	Go slow when withdrawing the catheter
•	Grip at 20, twist and continue pulling in 
the same direction until the balloon exits 
introducer sheath

“Remember the 3 Nevers”
•	Never twist back and forth
•	Never pull from catheter hub
•	Never pull harder if resistance is felt

•	If resistance is encountered, STOP and reinsert 
to Zone 3

•	Fully inflate to full occlusion, then deflate the 
balloon

•	Perform steps 1 and 2 again; remove all fluid 
with 1st strong vacuum, empty syringe, hold the 
2nd vacuum for 5 count and close stopcock

•	If removal issues persist, remove the catheter 
and introducer sheath as a unit
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The catheter instructions for use (IFU) should be read in its entirety before using these devices. 
IFUs are available at https://prytimemedical.com/product/er-reboa-plus-catheter/ 

and at https://prytimemedical.com/product/preboa-pro/
Printed content provided by request.  References available at  https://prytimemedical.com/clinical/references/ pREBOA-PRO IFU for

and

EU


